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We have carried out absolute calibrations of the LHD YAG Thomson scattering system by using Raman scat-
tering and Rayleigh scattering in order to verify the applicability of Rayleigh calibration in the LHD Thomson
scattering, and make a comparative study of Raman and Rayleigh calibrations. In the LHD Thomson scattering
device, Rayleigh calibration is expected to give more reliable calibration factors. For the Rayleigh calibration, ad-
ditional Rayleigh channel was installed into 20 polychromators. The other 124 polychromators without Rayleigh
channel were calibrated by only Raman scattering. In the Raman calibration, pure gaseous nitrogen was intro-
duced into the LHD vacuum vessel whereas the Rayleigh calibration was made by using air as target gas. The
calibration factors obtained from the Raman and Rayleigh calibrations show good agreements. Uncertainties in
the calibration factors obtained from the Raman and Rayleigh calibrations are discussed.
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1. Inroduction
Thomson scattering device is one of the most reli-
able diagnostics for the measurements of electron tem-
perature and density profiles of fusion plasmas. To ob-
tain absolute electron densities, the Thomson scattering
device should be absolutely calibrated. The absolute cal-
ibrations using rotational Raman and Rayleigh scatterings
from various gases have been proposed and applied [1, 2].
The Raman calibration may be more convenient because
the wavelength shifts as Thomson scattering, then no spe-
cial changes in the system and the apparatus settings are
required. On the other hand, since Rayleigh scattering
doesn’t shift the wavelength, a polychrometor must be
equipped with a special wavelength channel for detecting
unshifted Rayleigh scattered light, and very careful mea-
surements are required to suppress strong stray light. These
are disadvantages in Rayleigh calibration. Especially the
latter will be a serious problem in many cases. However,
Rayleigh calibration is expected to give more reliable cal-
ibration factors in the LHD Thomson scattering system
[3, 4]. Raman and Rayleigh calibrations have such advan-
tage and disadvantage. In this paper, we describe compara-
tive study of Raman and Rayleigh calibration for the LHD
TAG Thomson scattering system.
2. Raman Calibration
The experimental setup in Raman calibration is iden-
tical to that of Thomson scattering measurements except
for that gaseous nitrogen fills the LHD vacuum vessel upto
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Fig. 1 Schematic diagram of the polychromator. Twenty poly-
chromators have the sixth wavelength channel for
Rayleigh calibration. The other 122 polychromators have
five channels.
50 kPa, corresponding to the density of 1.3 × 1019 m−3.
The LHD YAG Thomson scattering system is described in
previous papers [3, 4]. The Thomson scattering uses sev-
eral YAG lasers and Thomson scattered light is analyzed
with 144 polychromators with five wavelength channels.
20 polychromators of them have also the sixth Rayleigh
channel as shown in Fig. 1. Figure 2 shows eﬀective Ra-
man cross section and the spectral responsibilities of the
channels 1, 2 and 6. The channel 6 is Rayleigh channel
for Rayleigh calibration. The Raman cross section falls ex-
ponentially as wavelength shift increases, then the Raman
signals can be detected by only channel 1 in the polychro-
mators. Fundamental quantities of Raman scattering such
as cross section and wavelength shift are summarized in
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Fig. 2 Spectral responsibility of the channel 1, 2 and 6, and ef-
fective Raman cross section of molecular nitrogen.
the literatures [5–8]. Signal intensity of Raman scattered
light detected by the channel 1, S Raman, is given,
SRaman = ARaman

∑
J
wJσJ (λJ) f1 (λJ)
 n
where Araman is the Raman calibration factor to be de-
termined, n is the target gas density, J is the initial rota-
tional quantum number, wJ is the population of the ini-
tial rotational state J, λJ is the wavelength of the Raman
shifted light, σJ(λJ) is the Raman cross section for the
J− > J − 2 transition, and f1(λJ) is the spectral respon-
sibility of the channel 1 at λJ.
In Raman calibration,
kRaman = ARaman

∑
J
wJσJ(λJ) f1(λJ)

is obtained experimentally, and
∑
J
wJσJ(λJ) f1(λJ)
is evaluated with some formulae on the Raman scattering.
As shown in Fig. 2, overlap of the rotational Raman tran-
sition and spectral responsibility of the channel 1 is small
in our polychromator, and σJ(λJ) f1(λJ) is very sensitive
to accuracy of wavelength of Raman scattering and the
position and shape of the spectral responsibility. Figure 3
shows examples of an estimation of the error originated
from the uncertainty of wavelength for some selected poly-
chromators. As shown in the figure, even small uncertainty
in wavelength may cause large error in the final results.
This is the most troublesome disadvantage in the Raman
calibration. The absolute wavelengths of the Raman tran-
sitions have been accurately established, however, the ab-
solute position of the spectral responsibility may include
some uncertainties. To decrease the uncertainties, we have
carefully measured the spectral responsibility, and the tem-
peratures of the polychromators have been stabilized with
temperature-controlled, cooled water for suppressing the
Fig. 3 Estimated error due to the uncertainty in the wavelength
of Raman scattering and spectral responsibility.
variations of the filter characteristics. We have estimated
the uncertainty to be ±7-10 %. It is noted that angular dis-
tribution for quadrupole Raman transition diﬀers from that
of dipole Thomson scattering, and is nearly isotropic,
dIRaman
dΩ =
3
8π
6 + sin2 β
10 ,
where β is the angle between the polarization vector of in-
cident laser beam and observation direction.
3. Rayleigh Calibration
Fundamental procedure of Rayleigh calibration is
the same as that of Raman calibration, except that the
sixth Rayleigh channel is required for detecting unshifted
Rayleigh scattered light, as shown in Figs. 1 and 2, and
careful measures to eliminate strong stray light. In the
Rayleigh calibration, the LHD vacuum vessel was filled
with air upto 50 kPa. Rayleigh signal intensity detected by
the channel 6, SRaleih, is given by,
SRaleih = ARaleihσRaleih f6 (λ1064 nm) n,
where ARaleih is the Rayleigh calibration factor to be
determined, n is the density of air, and f6 (λ1064 nm) is
the spectral responsibility of the channel 6 at 1064 nm.
Rayleigh calibration factor, kRaleih = ARaleihσRaleih f6
(λ1064 m) is obtained experimentally, and σRaleih f6
(λ1064 m) is evaluated with the Rayleigh cross section and
the spectral responsibility of channel 6. In contrast to sim-
ilar evaluation of
∑
J
wJσJ(λJ) f1(λJ)
in Raman calibration, σRaleih f6(λ1064 m) is mostly insen-
sitive to the shape of spectral responsibility and then can
be accurately determined by using a filter whose spectral
responsibility is near flat-top at around 1064 nm. The error
in determination of σRaleih f6(λ1064 m) is estimated to be
1-2 % or less, which is much smaller than that in the Ra-
man calibration. We believe that this is a great advantage
of Rayleigh calibration in the LHD Thomson scattering.
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Fig. 4 Schematic diagram of the beam attenuation method in the
Rayleigh calibration.
However, Rayleigh calibration will suﬀer from the strong
stray light in many cases. We have solved the problem as
follows. Rayleigh signal intensity, SRaleih, is proportional
to scattering cross section, σRaleih, target density, n, and
laser intensity, L, whereas stray signal is proportional to
laser intensity only,
SRaleih ∝ L
(
σRaleihnair
)
,
NS tra ∝ L.
Therefore, the stray light can be reduced by decreasing
laser intensity. In the Rayleigh calibration, we decreased
the laser intensity from 2.5 J/pulse to 1.33 mJ/pulse by a
factor 5 × 10−5 by using a dielectric mirror as a beam at-
tenuator. Figure 4 shows the schematics of the beam at-
tenuation. Very weak transmitted light is introduced into
the LHD vacuum chamber in the Rayleigh calibration,
whereas full beam (2.5 J/pulse) is used in the Raman cal-
ibration. Even in such cases, since Rayleigh cross section
is about 103−4 times larger than eﬀective Raman cross sec-
tions, both necessary scattering signal intensity and signal-
to-background ratio can be obtained.
Figures 5 (a) and (b) show examples of target pressure
dependence of scattering signals of Raman scattering and
Rayleigh scattering respectively. Both of them show lin-
ear target pressure dependence as expected. The calibration
factors are obtained from the gradients of the lines. Fig-
ure 6 shows the comparison of the calibration factors ob-
tained from Raman and Rayleigh calibrations as the func-
tion of polychromator number. Both of the calibration fac-
tors show good agreements. Finally, we show an example
of electron temperature and density profiles of LHD SDC
plasmas in Fig. 7. The electron densities are absolutely cal-
ibrated with the Raman and Rayleigh factors obtained in
this work. The results are consistent with other density rel-
evant diagnostics in LHD.
Fig. 5 Signal intensities of Raman, (a), and Rayleigh (b) scat-
terings as a function of target pressure. The calibration
factors are determined from the gradient of the fit line.
Fig. 6 Comparison of the calibration factors obtained from Ra-
man and Rayleigh calibrations. They show good agree-
ments.
Fig. 7 An example of electron temperature and density profiles
of LHD SDC plasmas. The electron density calibrated
with the calibration factors obtained in this work.
4. Conclusions
We have carried out Raman and Rayleigh calibrations
for the LHD YAG Thomson scattering system. We have
verified that Rayleigh calibration is also practicable in the
LHD Thomson scattering. The calibration factors obtained
from the Raman and Rayleigh calibrations show good
agreements. However, Rayleigh calibration may be suit-
able to the LHD YAG Thomson scattering because more
S1106-3
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accurate calibration factors can be obtained. We are plan-
ning to equip all the polychromators with Rayleigh chan-
nels in order to carry out Rayleigh calibration for all poly-
chromators.
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